l # URETICI KALIBRASYON SERTIFIKASI
a a l" a 2 CERTIFICATE OF MANUFACTURER CALIBRATION

Radyasyon Gavenligi Danismanhd

MUSTERI/CUSTOMER: MERKEZ GERI DONUSUM LTD. STI.
ADRESI/ADDRES: Ferhatpasa Mah. 47. Sok. No: 29-35 Atasehir/ist
SIPARIS NO/ORDER NO: 18317

CIHAZ/DEVICE: Gama Radyasyon Dedektorii
IMALATCI/MANUFACTURER: ALARA Radyasyon Giiv. Dan. Lid. Sti
MODEL/MODEL: ADA-1

SERI NUMARASI/SERIAL NUMBER: 118229

YAZILIM/SOFTWARE: 1.3.2

KALIBRASYON SABITi/CALIBRATION CONSTANT: 30 cpm/uSv

OLU ZAMAN DUZELTMESI/DEAD TIME CORRECTION: 68 us
KALIBRASYON TARIHi/KALIBRASYON TARIHI: 04.08.2018
KALIBRASYON GECERLILIK SURESI/CALIBRATON INTERVAL: 2 YIL*

KONTROLLER/CHECKS

TUP GERILIMI/TUBE VOLTAGE: ...390....V v
ELEKTRONIK KONTROL/ELECTRONIC CHECK: ¥
EKRAN KONTROL/DISPLAY CHECK: |

ALARM KONTROL/ALARM LEVEL CHECK: v
TITRESIM KONTROL/VIBRATION CHECK: v
REFERENCE/REFERANS:

CIHAZ/DEVICE: LUDLUM M2241 & M44-9 & M133-7
SERI NO/SERIAL NUMBER: 306380, PR333600, PR335998

GAMA KALIBRASYONU/GAMMA CALIBRATION: v

ONAYLAYAN S TARIH: 04.08.2018

i Radyasyo
a ar‘ anismd |
Cevizli Mah Bag{at {ad) Tkio

34846 Maftept/ls
Tel: 0216 482 OE - 2

Kiglkyan WD.
Ticaret Siil No: B76i57

. www.alargrgd.com t«
Devrim Demirag

Yiik. Fizik Miih./MSc. Physics Eng.

* TAEK tarafindan giincellenmedigi siirece/Otherwise specified by TAEK

Bu sertifika, ALARA RGD'nin izni olmadan kismen kopyalanip gogaltilamaz. Imzasiz ve miihiirsiiz sertifikalar gecersizdir.
This certificate shall not be reproduced other than in full except with the permission of the ALARA RGD. Calibration certificate
without signature and seal are not valid.




